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Accurate core-loss measurements at high flux densities can be made by bridge methods 
if the power dissipated in the primary circuit at harmonic frequencies is measured and sub- 
tracted from the apparent power dissipated in the ferromagnetic material at fundamental 
frequency. The determination of this harmonic power term is inconvenient, and must be 
done with greater accuracy than that required in the final result. An amplifier having 
negative output resistance was devised and is used in a manner that automatically allows 
accurate compensation for the harmonic power dissipation. 

1. Introduction 

In two previous papers by the present authors 
[1, 2] \ it was shown that accurate results can be 
obtained by using the a-c bridge 4 to measure core 
losses in ferromagnetic materials at high flux densities 
only by determining and applying a "harmonic 
power" correction. The method described involved 
the measurement of several harmonic-frequency 
components, I, n of the exciting current and the 
computation of the correction term as the summation 
of all the IlRp terms of sufficient magnitude to 
affect the result, where R p is the total resistance of 
the circuit carrying the exciting current. Since 
terms as high as the 13th harmonic were not uncom- 
mon, the method was complicated and rather slow, 
and required very accurate measurements with a 
sharply tuned voltmeter. 

The present paper describes a method of measure- 
ment employing a power source haviqg current feed- 
back used in such a way as to make the circuit self- 
compensating with respect to "harmonic power". 
The result is that accurate measurements can now 
be made much more conveniently than by the pre- 
vious method. 

2. Theory and Principles 

The Maxwell-Wien bridge, used with an Epstein 
test frame, is one of several circuits used for the 
measurement of core losses in specimens of ferro- 
magnetic material. This circuit is depicted in 
figure 1, and the equivalent-circuit diagram is shown 
in figure 2. The inductance, L dj and the resistance, 
R d , are both caused by the presence of the ferro- 
magnetic material in the test frame, and are non- 
linear because of the nature of the hysteresis cycle 
of the material. This nonlinearity gives rise to 
harmonic-frequency components in current /, even 
with source E a supplying a distortionless sine wave 
voltage. It is the power dissipated at these harmonic 
frequencies in the resistive elements of the circuit 
(ZIIR P ) that causes the difficulties encountered 
when this circuit is used to measure core losses at 
high flux densities. 

Previously, core losses were computed from the 
product PR d , where / is the rms value of the current, 

1 Figures in brackets indicate the literature references at the end of this paper 
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EPSTEIN TEST FRAME 



Figure 1. Maxwell-Wien bridge circuit for measuring 
rare losses, using Epstein test frame. 




Figure 2. Equivalent-circuit diagram of the circuit 
shown in figure 1. 



and R d is the resistance associated with the ferro- 
magnetic material in the test frame. R d was usually 
determined at fundamental frequency from the bridge 
balance equations and the values of R a , R b , and 
R c at balance, indicated by the tuned detector, D. 
The authors have shown [1,2] that the term PR d 
includes not only the power dissipated in the iron 
but also all the power dissipated at harmonic fre- 
quencies in all the linear resistive elements of the 
circuit. The true core loss is then given by 

Pc = I'iRd 2/ IhRpi 

where I x is the fundamental frequency component 
of the exciting current. The correction term 
^IIR P is negligible at low flux densities, but in- 
creases very rapidly at flux densities above 12 or 
13 kilogausses in ordinary silicon-iron core materials, 
becoming several times as large as the true core 
losses as saturation is approached. A great burden 
of accuracy is thus put on the determination of the 
correction term. For example, if the 2llR p is four 
times P c , then to attain accuracy of 2 percent in 
the measurement of P e} it is necessary to measure 
^I\R P to better than 0.5 percent. The method 
used in the original investigation and described in 
the reports thereon [1,2] was sufficiently accurate, 
but rather complicated and inconvenient. It in- 
volved the measurement of each significant harmonic 
current, which included harmonics as high as the 
13th at the highest flux densities measured, along 
with the determination of R p , taking into account 
the changes of resistance with changing tempera- 
ture. The measurement of R v is further compli- 
cated by the fact that it includes the source resist- 
ance, R s . 

It was desired to devise a more convenient method 
of making core-loss measurements with an accuracy 
of 1 or 2 percent. This end would be achieved if the 
correction term 2IIR P could be reduced to zero. 
This could be done if the harmonic currents I h , 
could be eliminated, or if the ohmic resistance R p 
could be reduced to zero. Although it is possible to 
suppress harmonics in the exciting current, this 
procedure is undesirable because it produces har- 
monics in the secondary voltage of sufficient ampli- 
tude to seriously distort the waveform. The usual 
practice is to strive for the conditions that will yield 
least distortion in the secondary voltage, and in 
fact measurements are ordinarily corrected to indi- 
cate what the core losses would be witli a perfectly 
sinusoidal voltage wave. 

The second alternative, the reduction of R v to 
zero, was the one used in this investigation. It is 
the practice to reduce the resistance of the primary 
circuit to a minimum in order to reduce distortion 
in the secondary voltage waveform. But there is a 
limit to how far this can be carried by the usual 
means, such as using heavier wire, short leads, lower- 
valued bridge arms, etc. In order for the bridge to 
J3e useful at all, R c must have a value high enough 
to measure conveniently. In the present work, 1 
ohm was found to be the lowest practical value for 
R c . The test-frame winding has appreciable resist- 



ance, ranging from 0.2 ohm to several ohms for 
practical sizes. Leads, power source, switches, etc, 
unavoidably add their contributions, bringing the 
least practicable values of primary resistance to 
more than 2 ohms in most cases. The elimination of 
the resistance that remains after the measures 
mentioned have been employed is the heart of the 
problem. 

In order to reduce the total resistance, R p , to zero, 
we have merely to add this same absolute value of 
negative resistance. Fortunately, this is no longer a 
fanciful wish. For about 25 years, electronic circuits 
having negative resistance properties, chiefly feed- 
back amplifiers, have been known [3, 4, 5, 6, 7, 8, 9]. 
More recently the use of feedback to control the 
internal impedance of amplifier and other circuits 
has grown so widespread and so much has been pub- 
lished on the subject, that it is impossible to refer 
to all applicable publications. Those few cited 
should serve as a suitable point of departure for those 
wishing to pursue this subject. 

For the present work, a high quality, 200-w ampli- 
fier was used. This amplifier had the usual feedback 
loops for achieving stable, distortion-free operation 
over a wide range of frequency. In addition, a 
special loop of current feedback was employed to 
alter the output impedance, making it possible to 
achieve reasonable values of negative impedance 
with controllable, stable operation. The essential 
elements of this feedback method, and the means 
employed to adjust it to give exactly the correct 
magnitude of negative resistance to counteract the 
positive resistance of the circuit, are described in 
the next section of this paper. 

An alternative method of approach to the har- 
monic-dissipation problem is to consider the circuit 
as containing a series of harmonic generators, each 
receiving energy from the main source via the funda- 
mental-frequency current, and delivering it to the 
circuit at harmonic frequency via harmonic-fre- 
quency currents. If this view is taken, the present 
arrangement is then a means of removing the har- 
monic generators from the bridge arm containing 
the ferromagnetic-cored test frame, putting them 
instead in the main power source. This view is 
supported by measurements of voltages at the har- 
monic frequencies appearing across the various 
elements of the circuit, with and without compensa- 
tion, as described in the next section. 

3. Experimental Procedure 

3.1. Simultaneous Measurements 

The inclusion of a wattmeter in the circuit, as 
described in the previous investigation [1, 2], pro- 
vides a reference measurement made under identical 
conditions. This feature was found valuable, and 
was used in the present work. Figure 3 shows the 
wattmeter, W, with its potential coil connected to 
the secondary of the test frame, and its current coil 
in series with the bridge. It was found desirable to 
connect the current coil outside the bridge rather 
than in the arm containing the test frame, as was 
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Figure 3. Method of connecting wattmeter, W, for 
making simultaneous measurements. 

done in the 4 preceding investigation. Small changes 
in the resistance of the current coil caused less 
difficulty when not included within the bridge arms. 
The bridge arm, R a , was disconnected while reading 
the wattmeter in order to eliminate the small current 
in the parallel path 2 through B a . R h , and C h . All 
measurements were made in simultaneous pairs, and 
the agreement of the two methods was used as the 
criterion of the new method. 

3.2. Equipment 

Essential to t he success of t he met hod is the special 
power source ns( 4 d. This source must have the 
property of presenting an apparent internal imped- 
ance that is negative, and of precisely controllable 
magnitude. For precise measurements the output 
voltage of the source must be very stable in magni- 
tude, because the impedance of the test frame with 
ferromagnetic core is a function of the current in 
the primary winding. Thus, at high flux densities, 
a small variation in source voltage causes a relatively 
large change in the bridge balance parameters. 

To achieve the desired characteristics, a high- 
quality power amplifier with a special feedback cir- 
cuit was purchased. The basic features of the feed- 
back circuit are shown in figure 4. The voltage 
developed across a resistor in series with the primary 
circuit is fed back to an early stage of the amplifier, 
through an isolating transformer, and with means 
for variation by minute increments. The series re- 
sistor, i?i, can be small, 0.1 to 1 ohm, and should 
have low residual inductive or capacitive reactance. 
R 2 is a ten-turn precision potential divider, providing 
precise control. Variation of the position of the tap 

2 It was found that with R a not loss than 30,000 ohms, the wattmeter reading 
was increased not more 1 than 1 percent by cennecting the current cil outside the 
bridge arm. Disconnecting R a caused the reading to be exactly the same as with 
the current coil in the bridge arm. 

The ratio of resistances of the two (anient branches is seen to be at least 30,000 
to 3 (at highest flux densities), and it might be expected that the power difference 
would be much less than the measured 1 percent. However, the phase angles of 
the two currents are different, with the power factor of the large-current branch 
often about 0.05, whereas that of the small-current branch is much larger. There- 
fore, the very small current in the latter branch contributes disproportionately 
to the wattmeter indication. 




Figure 4. Basic elements of feedback loop used to control 
output impedance of power source. 

has the effect of varying the apparent source im- 
pedance, and therefore this control will hereafter be 
called the impedance control, abbreviated to U Z 
control". The transformer, 7\, is needed for isola- 
tion, and should be capable of handling a range of 
frequencies wide enough to include the fundamental 
and all significant harmonics with a minimum of 
phase shift or attenuation. In practice, a small 
amount of phase shift in the fed-hack voltage 4 ma\ 
he corrected by a simple R*C correction network. 

The signal input to the amplifier was from a low- 
distortion oscillator. A frequency of 70 cps was 
chosen for these tests, in order to eliminate the 
question of pickup and interference from the power- 
line frequency. 

The test frame was a 25-cm Epstein frame, with 
primary and secondary of 700 turns each. For this 
investigation the frame was used without an air- 
flux-compensating mutual inductor. The values of 
flux density, B, art 4 therefore slightly too high, but 
this does not affect the validity of the comparison, 
because both the wattmeter and bridge methods were 
used simultaneously. 

The bridge-balancing components, R h and 0&, were 
high-quality decade boxes, with accurately known 
values and negligible residual reactances. R a was a 
precision resistor of carefully determined value. R c 
was a precision resistor of 250-w rating. Lower- 
powered resistors might be used, provided they would 
carry current up to 2 amp without changing resist- 
ance. 

In order to determine the core loss, it is necessary 
to measure the value of the fundamental-frequency 
current in the test frame 4 . This can he determined 
from the fundamental-frequency voltage 4 drop across 
R c . The accuracy necessary in this measurement 
can be readily obtained with the polar potentiometer 
method [10], which was used for these measurements. 
The method requires a reference voltage of the same 
frequency as the unknown, variable 4 in phase and 
amplitude, with means for accurate determination 
of the amplitude. Figure 4 5 eh 4 pie'ts the circuit used 
for this purpose. A signal from the source driving 
the main amplifier is fed to a phase shifter, capable 
of shifting the phase by any amount required, with 
fine control. The phase shifter introduces distortion , 
which is removed by the filter. The transformer, 
T 2 , is shown to emphasize the need for complete 
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Figure 5. Polar potentiometer used to measure the voltage 
drop across R c . 

isolation. A feedback connection to the output side 
of the output transformer is often found on power 
amplifiers, and this could render the apparatus un- 
usable unless isolation is employed. Isolation is 
especially important for measurement of the voltage 
drop across a resistor, if both ends of the resistor are 
operating at nonground potentials. 

The accuracy of the method is determined largely 
by the next two elements, the reference voltmeter, 
V, and precision ratio transformer, PET. The 
variable-phase reference voltage is applied to the 
primary of the PET, and measured by the reference 
voltmeter, V. The PET used has five decade 
switches, by which the output voltage may be varied 
in steps as small as 1X10 -5 times the input voltage. 
The voltmeter, V, was adjusted to have a zero scale 
correction at the reference input voltage, and care 
was taken to maintain the input at this level through- 
out the measurements. All measured voltages were 
then determined in terms of a ratio, read from the 
PET, times the reference voltage. The accuracy 
of the measurement of the fundamental-frequency 
current is estimated to be within ±0.2 percent. 

In use, the phase shifter and the PET are ad- 
justed so that the detector, D, tuned to the funda- 
mental frequency, reads a null. Under these con- 
ditions, the output from the PET matches the 
fundamental component of the unknown in phase 
and amplitude. 

It is obvious that the apparent loss measured by 
the bridge is profoundly affected by the setting of 
the Z control. One of the major problems of this 
investigation was to devise a means of setting the Z 
control at the proper point. 

It is relatively easy to find the proper setting to 
compensate for those elements of the circuit whose 
terminals are accessible. This is evident from a 
consideration of figure 6, which shows the basic 
elements of such a circuit as that with which we are 
concerned. If a tuned detector, such as a wave 
analyzer, is connected to points 1 and 2, and tuned 
to the third harmonic of the fundamental frequency, 




Figure 6. The primary circuit, showing how compensation 
for part of the circuit resistance may be achieved by varying 
the negative source resistance, R 8 ' '. 

a setting of the Z control can be found that will 
yield a minimum deflection of the detector. This is 
done with the amplifier supplying a current large 
enough to produce considerable harmonic compo- 
nents. At this setting, the source resistance, E s , has 
been compensated by making i?/ equal in magni- 
tude and opposite in sign to E s . If now the detector 
is moved to points 2 and 3, and again the Z control 
is adjusted to produce a minimum deflection, the 
resistor, E c , is also compensated, and £?/= — 
(E s -\-E c ). By connecting to points 3 and 4, we can 
compensate for E s , E c , and E wm . But here this 
method ends, for the resistance of the primary wind- 
ing of the test frame, E w , which remains to be com- 
pensated, is not separately available to us; it is as- 
sociated with L d and E d between the terminals of 
the test frame. 

This problem was solved by making a resistor, 
E w " , exactly equal in resistance 3 to R w , and insert- 

3 R w is the ohmic or d-c resistance of the test frame primary winding. There- 
fore, R w " is a "pure" resistance, i. e., with negligible inductive or capacitive re- 
actance. The d-c and a-c resistance of R w and R w " are equal. 




Figure 7. Circuit with R w " added, by means of which com- 
plete compensation may be achieved. 
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ing it in the circuit as shown in figure 7. If the 
detector were connected to points 3 and 5, and the 
Z control adjusted for minimum deflection, com- 
pensation would be effected for R s , R c , R wm , and 
R w " . If we could connect the detector to point 3 
and the phantom point 7, we could achieve complete 
compensation for all the olimic resistance of the 
circuit. 

The transformer, T 3 , provides the means for a 
virtual connection to the phantom point 7. The 
ratio of this transformer is precisely unity, and its 
phase shift negligible. The secondary can be con- 
nected in such a way that the voltage induced in it 
opposes the IR drop in R w . Since the voltage on 
the primary of T 3 is the TR drop in R w " , which was 
made to equal R w , the induced voltage just equals 
the IR drop in R w , and by connecting to 3 and 6, we 
get the same effect as if we were able to connect to 
3 and 7. All thai remains is to adjust the Z control 
for a minimum deflection. 

The method of setting the Z control, using the 
third harmonic produced by the iron, leaves some- 
thing to he desired. The main power amplifier in- 
evitably produces some harmonic distortion in its 
own circuit, and this is indistinguishable from that 
produced by the iron, so that the final setting of 
the 7 control is affected by an unwanted factor. 
The method yields usable results if the amplifier 
distortion is kept low enough., but this is a difficult 
task at the power levels required for testing. 

An alternative method of setting the / control 
was devised, which avoids the difficulty pointed out 
above. All that is required is a voltage, to be in- 
troduced into the circuit at some point external to 
the main amplifier without changing the ohmic re- 
sistance of the circuit. This can be achieved in 
practice by applying a voltage to the secondary 
winding of the test frame, with the specimen in the 
frame acting as the core of a. transformer, and in- 
ducing a voltage in the primary winding of the frame. 
The detector, connected as before, is tuned to the 
frequency of the injected voltage, and the / control 
set by this means. 

It was found that the setting of the Z control was 
slightly dependent upon the amplitude of the injected 
voltage. Best results were obtained by adjusting 
this amplitude to yield about the same rms current 
in the primary circuit with only the injected voltage, 
operating through the feedback circuit (i. e., no 
input to the main amplifier input terminals) as the 
rms current existing under testing conditions. That 
is, for a test point requiring exciting current of 1 
amp rms, the Z control was set with the injected 
voltage adjusted to give 1 amp rms in the primary 
circuit. The difference in Z control settings made 
with various injected voltages was small, however, 
and could be neglected if errors approaching 3 to 5 
percent were allowed. 

An obvious advantage of this latter method is that 
the frequency of the injected voltage may be chosen 
at will. By choosing several frequencies covering 
the range of the predominant harmonics of the 
frequency used for the tests, it was determined that 



the setting of the Z control was practically the same 
for all frequencies in this range (50 to 700 cps). If 
this were not so, it would indicate that the equipment 
was not suitable for use in this manner, for the 
predominant harmonics must all he compensated 
simultaneously in order to gel accurate results. In 
practice, a frequency of 200 to 350 cps was used. 

It is necessary to consider the effect on the primary 
circuit resistance of the transferred impedance of the 
auxiliary circuit supplying the injected voltage. If 
this transferred impedance altered the net resistance 
of the primary circuit, then the Z control would be 
set wrongly. But no errors arise here, because as 
the Z control approaches the correct setting, the net 
resistance of the primary circuit approaches zero, 
and the resistive component of the transferred imped- 
ance paralleling this zero resistance does not alter the 
total. This was verified experimentally. Various 
taps of the transformer in the auxiliary injection 
circuit were tried, and various loads connected across 
the frame between points 8 and 9 of figure 7. In 
all cases, the setting of the Z control was unaffected. 
That this setting also yielded correct core-loss 
measurements is further proof that no significant 
error arose from this source. 

When the distortion introduced by the main power 
amplifier was less than aboul 0.1 percent, the 
Lnjected-voltage method of setting the Z control 
agreed with the method using the iron-produced 
harmonics as described previously. Both methods 
were used to obtain the data reported herein. 

To obtain the power loss in the iron, the value of 
R d) which is the apparent increase in the resistance 
of the frame, is required. Unavoidably, however, 
the ohmic resistance of the primary winding of the 
test frame, R w , is included in the measured arm of 
the bridge. Two methods are available to separate 
these two components of resistance. R w can be 
determined independently and subtracted from the 
value obtained from the bridge measurement. 
Alternatively, the ohmic resistance can be compen- 
sated by an auxiliary component in parallel with the 
balancing arm of the bridge, as devised by Dieterrj 
and Ward [11]. The two methods give identical 
results, and both were used successfully during the 
course of this investigation. 

The complete circuit is shown in figure 8. Selector 
switches are shown in proper position for balancing 
the bridge. 

3.3. Specimens 

Each specimen weighed approximately 500 g and 
consisted of strips 3 cm wide and 28 cm or 30.5 cm 
long. Five grades of nonoriented silicon sheets and 
one grade of oriented-grain material were used for 
these tests. 

3.4. Measurements 

With harmonic power losses fully compensated by 
means of the feedback circuit, the power loss in the 
iron is simply 

Thus, there are but two quantities to measure, Ii 
and R d . 
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Figure 8. Complete circuit for making core-loss measurements with self-co7tipensating bridge method. 



Before these measurements ean be made, however, 
the Z control must be set accurately. Therefore, 
the procedure described in the next paragraph was 
followed. 

The resistor, i?'J, (see fig. 8) was adjusted 4 to 
match R w . R^, if used, was set to compensate 5 for 
R w . The specimen was then inserted in the frame, 
and a signal applied to the secondary winding of the 
frame (Sw 2 in position a, Sw 3 in position b), with 
no input to the main amplifier. The detector, tuned 
to the injected-signal frequency, was connected to 
points 3 and 6 of figure 8 (Sw 1 in position c). The 
Z control was adjusted to yield a minimum deflec- 
tion of the detector. The detector was then switched 
to the main bridge (Sw 1 in position b), and the 
secondary of the test frame connected to the watt- 
meter and voltmeters (Sw 2 in position b). A volt- 
age was applied through the main amplifier, and the 
main bridge balanced by means of R b and C b . The 
polar potentiometer was then used (Sw 3 in posi- 
tion a, Sw 1 in position a) to measure the voltage at 
fundamental frequency appearing across R c . The 
rms voltmeter connected to the secondary of the 
test frame was read, in order to be able to determine 
the form factor of the voltage waveform. A read- 
ing from the average-indicating voltmeter, used to 
determine the form factor and flux density, and a 
reading from the reference wattmeter (with R a dis- 
connected) completed the measurements. 

4 It was found that the highest current used in this investigation, 2 amp, 
caused the windings to rise 10° C, causing a change in resistance too large to 
neglect. Therefore, a chart was prepared to indicate the setting of a fine con- 
trol on R",, corresponding to the temperature of R w , read from a thermometer 
held in close contact to R w . A better method might be to incorporate another 
winding on the test frame to be used as a resistance thermometer in a very-low- 
current d-c bridge circuit. 

A similar chart was prepared to determine the setting of Rf,. as a function of 
temperature. 

' Dieterty and Ward [11] showed that if R' w (fig. 8) is made equal to R a RclR U ; 
then Hd = R a RJRb. This procedure obviates the necessity of subtracting R w 
from each resistance measurement made, for if R' w is not used, then Rd = 
(R a Rc/R b )-Rw. 



4. Results 

The results of a series of measurements are given 
in table 1. Each determination of core loss by the 
compensated-bridge method is accompanied by the 
reference value from the wattmeter method. The 
last column gives the difference between the two 
methods. It will be noted that the greatest differ- 
ence is 2.5 percent, and that only 6 of the 46 pairs 
differ by as much as 1.0 percent. 

These same results are given in graphic form in 
figure 9, where it is evident that excellent agreement 
is obtained. 
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Figure 9. Comparison of power-loss measurements made with 
compensated bridge and wattmeter, at 70 cps. 

No corrections were made for instrument loss or form factor errors, which are 
identical for the two methods. 
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Figure 10 shows the magnitude of the contribu- 
tion of the compensation method. For comparison, 
a series of measurements was made with the circuit 
unchanged, except that no feedback for compensa- 
tion was used. The uncorrected, or apparent, core 
loss, IlR d , is shown as the upper curve, diverging 
more and more (as flux density is increased) from 
the true core loss, shown as the lower curve. As 
pointed out in a previous paper [2], the uncorrected 
bridge gives results that may be as much as several 
hundred percent too high. 

The power-loss data are not corrected for losses 
in the measuring instruments (the wattmeter po- 
tential coil and the flux voltmeter), or for the errors 
caused by the departure of the flux waveform from 
a true sinusoid. These corrections are identical for 
the two methods, and thus do not affect the validity 
of the comparison. 



Table 1. Comparison of power loss measured by compensated 
bridge and wattmeter, at 70 cps 

INo corrections were made for instrument loss or form factor errors. These are 
identical for the two methods, and do not affect the validity of the compar- 
ison] 
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1 9.98 


0. 449 


0.452 


-0.7 








10.98 


.540 


.538 


+ .4 








12.00 


. 642 


.641 


+.2 








12.99 


.719 


.749 


.0 


Oriented 






14. 01 


.875 


.874 


+.1 


grain. 


29 


0. 849 


15.(10 


1.018 


1.020 


-.2 








15.98 


L.203 


1. 19/ 


+.5 








17.02 


1.425 


1. 135 


— . 7 








17. '.ni 


L.643 


1.685 


-2.5 








IS. 99 


l.sss 


1.92a 


-1.9 








I 20. 12 


2. 12S 


2.140 


-0.6 


Nonoriented: 




















io. oi 


0. 714 


0.715 


-0.1 








11.00 


.861 


.868 


-.8 








12.02 


1.042 


1.049 


-.7 


M-15 


29 


0.903 


12.95 


1.258 


1.271 


-1.0 








13.99 


1.543 


1. 539 


+0.3 








I 15. 38 


1.988 


1.973 


+.8 








/ 10. 00 


0. 866 


0.869 


-0.3 








11.00 


1.060 


1.060 


.0 








12.02 


1.293 


1.294 


-.1 


M-19 


29 


0. 744 


{ 13. 00 


1. 553 


1.560 


-.4 








14.01 


1.835 


1.848 


-.7 








15.02 


2. 094 


2. 096 


-. 1 








{ 15. 83 


2.299 


2.257 


+ 1.9 








/ 10.00 


1. 127 


1.124 


+0.3 








11.00 


L337 


1.340 


-.2 








12.00 


1.578 


1.581 


-.2 


M-22 


26 


0.836 


{ 13.00 


1 856 


1. 849 


+.4 








14.03 


2. 024 


2. 067 


-2.1 








14. 95 


2.332 


2. 330 


+0.1 








I 10.21 


2.653 


2.622 


+1.2 








I 10. 00 


1.544 


1.544 


0.0 








11.01 


1.854 


1.847 


+.4 








12.01 


2.147 


2.148 


.0 


M-36 


26 


0.877 


{ 13. 02 


2.572 


2.558 


+.5 








14.03 


3. 051 


3. 055 
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Figure 10. Apparent power loss as measured by unco)n- 
pensated bridge compared to actual core loss, at 70 cps. 

5. Summary and Conclusions 

In order to obtain accurate measurements of core 
loss by the bridge method, the harmonic power dis- 
sipated in the resistive elements of the entire circuit 
must be taken into account. If each harmonic 
component must be measured and computed sepa- 
rately, the procedure becomes inconvenient and 
time consuming. A compensation method, using 
an electronic power amplifier with "current" feed- 
back, lias been devised and found to he sufficiently 
accurate. 

The principal difficulty encountered was the 
finding of a method of adjusting the feedback to 
just the correct amount to effect complete compen- 
sation, but not under- or overcompensation. This 
problem was solved, and the method was successfully 
developed to yield results that differ from those 
obtained from the wattmeter by not more than 2.5 
percent in the worst cases, with most measurements 
agreeing to 1 percent or better. 

It is estimated that the determination of the 
fundamental-frequency current is accurate to ±0.2 
percent. The variation of the output voltage of 
the power source was the limiting factor in the pre- 
cision of balance of the bridge. The nonlinearity 
of the test frame with ferromagnetic core causes 
the balance parameters to be strongly dependent on 
the impressed voltage. At highest flux densities, 
the precision of balance is estimated to be about 0.5 
percent for the equipment used. 

The accuracy limitations are seen to be associated 
w T ith the equipment employed and not inherent in 
the method. Therefore, further refinement of the 
power source, including the current feedback circuit 
for the Z control, and of the method of measuring 
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the fundamental -frequency current would result in 
more precise and more accurate measurements. 

It is concluded that the use of feedback as 
described in this paper makes the bridge method 
capable of producing accurate results with a reason- 
able degree of convenience, even at high flux densi- 
ties, where distortion in the exciting current would 
cause ^ery large errors if not taken into account. 

The method was developed by using materials, 
specimen sizes, and frequencies that were easy to 
check with the wattmeter method, but its greatest 
usefulness will probably be in those ranges where the 
wattmeter is unsuitable. 



Washington, November 29, 1957. 
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